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PowerPlex® Fusion Direct Amplification of DNA
From Buccal Swabs

Follow all relevant processes in the General Guidelines for Forensic Biology and DNA Casework 
procedure.

Follow all relevant processes in the BEAST DNA Worksheet Setup Manual for creating and adding to 
worksheets and BEAST DNA Worksheet Processing Manual for how to record all relevant information 
while processing the worksheets.

1 Purpose

1.1 The SwabSolution™ Kit is designed for processing swabs prior to direct amplification using 
PowerPlex® Fusion. The SwabSolution™ Reagent is used to generate a buccal swab extract that 
is added directly to the PowerPlex® Fusion amplification reaction. 

1.2 Sample size for this extraction should be approximately ½ of a cotton oral swab or one ‘triangle’ 
of an OmniSwab™. 

NOTE: Samples extracted via this method can only be amplified in PowerPlex Fusion 5C.

2 Extraction Procedure

2.1 Retrieve sample cuttings in 1.5mL tubes. Compare the label on the tubes to the worksheet and 
confirm that you have the correct samples.

2.2 Take each sample into your custody.

2.3 Ensure a thermomixer is set to 70°C. 

2.4 Retrieve the following reagent and record the lot number:

SwabSolution™ Reagent

2.5 Label an empty 1.5mL sample tube for the Extraction Negative.

2.6 Tube Setup WITNESS: Have another analyst verify the tube setup. 

2.6.1 Confirm the sample label for each extract. 

2.6.2 Record the ‘Tube Setup Witness’.

2.7 Add 500µL of the SwabSolution™ Reagent to each buccal swab cutting and negative control. 
(Ensure the cuttings are submerged in the liquid by briefly centrifuging if necessary.)

https://nycocme.qualtraxcloud.com/Default.aspx?ID=1134
https://nycocme.qualtraxcloud.com/Default.aspx?ID=1134
https://nycocme.qualtraxcloud.com/Default.aspx?ID=128583
https://nycocme.qualtraxcloud.com/Default.aspx?ID=128584
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2.8 Incubate samples in a thermomixer at 70°C (+/- 3°C) for 30 minutes without mixing. Record the 
thermomixer and the temperature reading on the temperature probe.

2.9 Record the ‘Extraction Run By’ review task and ‘response’ dropdown for the ‘Pass or Fail?’ step.

2.10 Submit the samples to Direct Fusion Amp by clicking ‘Create Amp Sub’ and ensure that well A1 
is left empty of the Fusion Direct Amp sheet.

2.11 Transfer custody of all extracts to a cryobox and store in a refrigerator or freezer, or proceed 
directly to Section 3 (Amplification Procedure).

3 Amplification Procedure

3.1 Retrieve the following reagents and record the lot numbers:

PowerPlex Fusion® 5X Primer Pair Mix
PowerPlex Fusion® 5X Master Mix
Water, Amplification Grade
2800M Control DNA, 0.25ng/µL

3.2 Make a 0.1 dilution of each sample and extraction negative as follows:

3.2.1 Briefly vortex and centrifuge all extracts.

3.2.2 Label empty 1.5mL tubes for preparing dilutions of samples.

3.2.3 Add 18µL of Promega amplification grade water and 2µL of extract into each dilution 
tube. Vortex and briefly centrifuge the diluted samples.

3.3 Prepare Master Mix

3.3.1 Centrifuge reagent tubes briefly to bring contents to the bottom and then vortex for 15 sec 
before use. After vortexing, do not re-centrifuge the Master Mix or Primer Pair Mix as 
this may cause the reagents to be concentrated at the bottom of the tube.  

3.3.2 Consult the Mixture Information table for the exact amount of Amplification Grade 
Water, PowerPlex Fusion® 5X Primer Pair Mix and PowerPlex Fusion® 5X Master Mix 
to add. 

NOTE: When making the master mix, add the Amplification Grade water to the tube first. Next, add the 
PowerPlex Fusion 5X Master mix and PowerPlex Fusion 5X Primer Mix.  
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Reagent Per reaction
Water, Amplification Grade 5.5µL
5X Master Mix 2.5µL
5X Primer Mix 2.5µL
Master Mix total: 10.5µL

3.4 Vortex prepared Master Mix for 5-10 sec. 

3.5 Label a 96 well plate with the Plate ID (i.e. A25-1234). 

3.6 Add 10.5L of the prepared master mix to the 96-well plate, where needed. Ensure the first well  
of each injection (A1, A4, A7, A10) has been skipped. These are reserved as place holders for 
Allelic ladders downstream.

3.7 Plate Setup WITNESS: Have another analyst verify the tube setup. 

3.7.1 Read the sample label and have the witness verify that the sample order matches the 
worksheet. The witness must then verify that the appropriate Allelic Ladder wells are 
empty on the physical plate and on the Worksheet.

3.7.2 Record the ‘Plate Setup Witness’.

3.8 Aliquot controls and samples onto plate

3.8.1 Positive Control (375pg)  – Vortex the 2800M Control DNA (0.25ng/µL) and add 1.5µL 
of the positive control into well B1. 

3.8.2 Amplification Negative – Add 2µL of Promega Amplification Grade Water to well C1.

3.8.3 Add 2µL of the diluted extraction negative control and diluted samples to the assigned 
wells.

3.9 Seal the 96-well plate with strip caps prior to sending the samples to the post-amplification 
laboratory with the cap tool. Ensure the strip caps are completely secured and are sealing each 
used well, but take care not to crush the caps.

3.10 Discard the 1/10 dilution tubes.  

3.11 Briefly centrifuge the plate to remove air bubbles at 1000rpm for 1 min. 

3.12 Place the plate onto the MasterCycler and start the Fusion PCR program. For Master Cycler usage 
see the Using the Mastercycler X50s manual.

https://nycocme.qualtraxcloud.com/Default.aspx?ID=63607
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3.13 Fusion PCR program is as follows:

Soak at 96°C for 1 minute

: Denature at 94°C for 10 seconds
29 Cycles : Anneal at 59°C for 60 seconds
                      : Extend at 72°C for 30 seconds

10-minute incubation at 60°C.

Storage soak indefinitely at 4°C

NOTE: The 4°C storage soak step is not meant to store samples for an extended period. Samples should 
be removed from the instrument and placed in the 4°C refrigerator at the earliest convenience.

3.14 Record the MasterCycler instrument.

3.15 Record the ‘Run By’ review task and ‘Response’ dropdown for the ‘Pass or Fail?’ step.

3.16 Transfer custody of all extracts to a cryobox and store in a refrigerator or freezer, or transfer 
custody of each extract back to the original storage container if stored during step 2.11.

3.17 Assign samples to next process step.


